Multiscaler-microcomputer interface.
An interface which enables data transfer to or from a microcomputer is described. Data transfer from an analyser uses the printer output under interface control. To put the processed data into a form acceptable to the analyser, the output of the microcomputer is converted by the interface into pulses the number of which is proportional to the binary-coded data.